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Abstract: For the SPECTRAP experiment at GSI, Germany, detectors with single-photon count- 
ing capability in the visible and near-infrared regime are required. For the wavelength region up 
to 1 100 nm we investigate the performance of 2 x 2 mm^ avalanche photo diodes (APDs) of type 
S0223 manufactured by Radiation Monitoring Devices. To minimize thermal noise, the APDs are 
cooled to approximately -170°C using liquid nitrogen. By operating the diodes close to the break- 
down voltage it is possible to achieve relative gains in excess of 2 • 10"*. Custom-made low noise 
preamplifiers are used to read out the devices. The measurements presented in this paper have 
been obtained at a relative gain of 2.2 • 10^. At a discriminator threshold of 6 mV the resulting dark 
count rate is in the region of 230 s^ ' . With these settings the studied APDs are able to detect single- 
photons at 628 nm wavelength with a photo detection efficiency of (67 ±7)%. Measurements at 
1020 nm wavelength have been performed using the attenuated output of a grating spectrograph 
with a light bulb as photon source. With this setup the photo detection efficiency at 1020 nm has 
been determined to be (13 it 3)%, again at a thi^eshold of 6 mV. 

Keywords: Photon detectors for UV, visible and IR photons (solid-state); Cryogenic detectors; 
Analogue electronic circuits. 
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1. Introduction 

The aim of the SPECTRAP experiment at GSI is to test QED in strong electric and magnetic 
fields [U]. This is achieved by measuring the Ml hyperfine transition in the 25-state in lithium-like 
and the l^^-state in hydrogen-like heavy ions of the same isotope by means of laser spectroscopy, 
and comparing the results with theoretical predictions [0]. The highly charged ions (HCI) for these 
experiments will be delivered by the deceleration facility HITRAP [Q] and will be stored inside a 
penning trap where they are cooled using the resistive cooling technique. The trap is located inside 
the magnetic field of a pair of superconducting solenoids in Helmholtz configuration (see Fig. |T]) 
and cooled with liquid helium to reach a vacuum in the 10^^^ mbar range. The stored ions are ex- 
cited by a tunable laser. The trap and the surrounding magnet setup contain four optical viewports 
which are oriented like a cross. Two of these viewports, perpendicular to each other, are equipped 
with spherical lenses next to the Penning trap electrode, to coUimate the light originating from the 
trap center for transport through the beam tube towards the photodetector. To increase the photon 
flux at these two viewports, the respective trap openings on the opposite side are equipped with 
spherical mirrors that have their focal point in the trap center. Hence, light coming from the trap 
center is reflected back into the center. This should ideally double the light yield at the optical exits 
equipped with detectors (not taking into account imperfections of the mirrors). Figure provides 
an overview of the Penning trap located inside the two solenoid magnets. Further details about the 
SPECTRAP experiment can be found in references OH] and [^. 

The Hyperfine transitions of the ions to be investigated span a wide wavelength range from the UV 
(240 nm) to the near infrared (up to 1600 nm) as listed in Table [I]. Since silicon Avalanche Pho- 
todiodes (APDs) are sensitive from about 300 nm up to 1100 nm with high quantum efficiencies 
(QE) of about 75% in the peak region and still about 20% at 1064 nm [0] they are a promising 
detector candidate to cover a large part of this wavelength region and especially for the detection of 
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Figure 1: Overview of tiie SPECTRAP setup (not to scale). Ions are injected either from HITRAP 
or from an off-line/local ion source and are captured in the central Penning trap located inside two 
superconducting magnets in a Helmholtz configuration. Light from tunable lasers can enter the 
trap from below the setup once the multichannel plate (MCP) detector which is used for diagnostic 
purposes is removed. Fluorescence photons can be detected through two pairs of optical view 
ports OH], perpendicular to each other. 




Figure 2: Illustration of the Penning trap used in the SPECTRAP experiment [U]. 



the resonance in nm. Another advantage of APDs, compared to photomultipliers 

that are conventionally used for single-photon detection, is their insensitivity to magnetic fields. At 
room temperature, APDs have been operated in fields up to 7.9 T without an effect on the observed 
amplification [Q]. For cryogenically cooled APDs it has been found that at field strengths above 
I T there is some distortion of the APD signals [0]. At the SPECTRAP experiment, the APDs will 
be mounted at a position where the calculated field strength due to the superconducting magnet of 
the trap is below 100 Gauss. We therefore do not expect any negative effects on APD performance. 
Simulations [ED have shown that the rates of fluorescence photons expected for transitions in the 
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infrared region at tlie optical exits of the SPECTRAP setup are of the order of a few kHz only (see 

Table 1: Estimates of the expected photon rates at the optical exits of the SPECTRAP setup for 
some of the hyperfine transitions of interest [Q]. 



isotope 


wavelength 


lifetime 


photon rate 


209gj82+ 
207p^^81 + 
209gj80+ 


244 nm 
1020 nm 
1555 nm 


0.4 ms 
52 ms 
104 ms 


(625±225) kHz 
(6.5±2.1)kHz 
(3.4±1.0)kHz 



Tab. |T]). This results from the relatively long lifetimes of these hyperfine states in the order of a few 
milliseconds and from a very small solid angle accessible for fluorescence photon detection (see 
also Fig. 0). Therefore detectors with single-photon counting capabilities and low dark count rates 
are required. 

In this paper we report on our investigations about the applicability of type S0223 APDs manufac- 
tured by Radiation Monitoring Devices (RMD) for this purpose. These APDs have an active ai^ea 
of 2 X 2 mm^, and are biased with up to 1.8 kV depending on their temperature. They feature a gain 
of up to 2000 at room temperature albeit with a high dark current. In order to reach higher gains 
and decrease thermal noise, we operate the diodes at cryogenic (liquid nitrogen) temperatures. 

2. Setup for APD characterization 

In order to minimize thermal noise of the APDs the devices are cooled down to near liquid-nitrogen 
temperatures. To avoid condensation of gas molecules on the detector, the APDs are mounted and 
operated inside a small vacuum chamber (see Fig. ||) at a pressure of 3- 10^^ mbar. The vacuum 
system consists of a Pfeiffer MVP 040-2 diaphragm pump and a Leybold TW 300 turbomolecular 
pump. A special mounting structure as shown in Fig. ^ inside the vacuum chamber is used to 
hold the APD and the first stage of the preamplifier board and to provide electric shielding. This 
structure is mounted on a copper cold finger that is inserted into a liquid nitrogen dewar to cool 
the components. With this setup a minimum temperature of -178°C was reached at the copper 
detector mount. The intersection between the cold finger and the detector mount is equipped with 
two Zener-diodes (not shown) which serve as heaters and can be used for temperature control. For 
temperature readout PT 1000 sensors are located near the heaters and on the upper copper plate 
of the detector mount next to the APD. The heating can also be used to moderately bake out the 
system. It is possible to operate the setup at any temperature between -178°C and about -i-100°C 
with a precision of ib0.5°C using a Lab VIEW based PID temperature control program. To avoid 
damage to the APD, the temperature control ensures a maximum temperature gradient of 2°C/min 
at the detector while cooling down. The Lab VIEW program is also used to set and monitor the bias 
voltage and to monitor the current drawn by the APD by remotely controlling an ISEG NHQ 224M 
high voltage power supply. That way complete measurements can be done automatically changing 
the bias voltage and taking a spectrum at each voltage with an Ortec 926-M32-USB multi channel 
analyzer. 

The APD is connected directly to the first stage of a low noise preamplifier. A small teflon piece is 
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(a) (b) (c) 




Figure 3: (a) Vacuum setup: 1 - vacuum chamber, 2 - turbomolecular pump, 3 - cold finger, 4 
- electronics liousing, e.g. for preamp main stage, (b) Detector mount: 1 - electric shielding, 
2 - intersection and heat conductor, 3 - cold shield, 4 - first preamplifier stage, 5 - APD. The red 
arrows indicate the direction of incident light, (c) Photograph of the detector mount without electric 
shielding. 



used to press the APD onto the copper detector mount in order to improve the thermal connection 
and to tighten the APD to suppress microphonic effects. The circuitry of the low noise preamplifier 
board, shown in Fig. ^ is based on a layout used in the Mainz Neutrino Mass Experiment O. 
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Figure 4: Scheme of the preamplifier. The single FET represents the parallel U430 JFET The 
triangle is a symbol for the second stage of the preamplifier. 



This charge sensitive device is divided into two stages. The first amplification stage consists of 
two matched Vichay U430 n-channel JFET transistors assembled in a TO-48 package llTOl which 
are connected in parallel to reduce the noise. The second stage is mounted outside the vacuum 
in a special aluminum case directly connected to a CF 35 vacuum feedthrough. Another CF 35 
feedthrough with aluminum case is used for temperature readout and heating connections. The 
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main amplifier used in the setup is a CAEN N968 Spectroscopy Amplifier. Further electronics 
settings and signal processing is described in the next sections as needed. 

A Tektronix AFG 3102 function generator is used to generate an electronic test pulse which is 
connected to the test input of the preamplifier. This pulse simulates a E = 100 keV signal for 
calibration purposes. Since the mean energy for creating an electron-hole pair in silicon isW = 
3.76 eV at 77 K flTTll . the charge that has to be deposited on the capacitance Cj is given by 



Q 



E 
W 



1 • 10^ eV 
3.76 eV 



•e = 4.3-10"'^ C, 



(2.1) 



where e is the elementary charge. Thus the amplitude of the pulse loading the 0.5 pF capacitance 
at the test input has to be 

Q 4.3-10-'5C 



U 



8.6 mV. 



(2.2) 



0.5- 10-12 F 

To generate this voltage the function generator is set to a pulse amplitude of 1 V and the signal is 
reduced to 8.6 mV by two (20 ± 1) dB attenuators to allow a stable operation. With this reference 

Table 2: Settings of the function generator for LED and Test pulses to determine gain and noise of 
the APD. 





Test pulse 


LED pulse 


rise time (ns) 


5 


5 


decay const. (jjLs) 


40 


40 


frequency (kHz) 


0.8 


1.6 


amplitude (V) 


1 


1.1-0.8 



pulse the noise contribution of the preamplifier electronics without an attached detector has been 
determined to be a = 281 eV (corresponding to 75 electrons). 

To induce detector signals the light of a pulsed red LED (628 nm) is coupled onto the detector via 
an optical fibre. The LED is also driven by the AFG 3102 function generator. The pulse settings 
used in the measurements to determine gain and noise of the APDs are listed in table in this 
section. 



3. APD characterization 

The results of measurements performed to characterize the general behavior of the APDs (dark 
current, relative gain and noise) at different ambient temperatures are presented in the following 
section. 

Dark current 

The APD dark current is measured using an amperemeter implemented in the ISEG NHQ 224M 
high voltage supply that provides a resolution of 100 pA. Fig. ^ shows the dark current as a function 
of bias voltage at different APD temperatures. It is obvious that with decreasing temperature the 
breakdown voltage of the APD also decreases. At the same time, the slope of the dark current 
becomes much steeper when approaching the breakdown voltage. When cooling the APD to low 
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Figure 5: Typical dark current behavior of a S0223 APD at different temperatures 

temperatures, this behaviour allows to operate the diode very close to the breakdown voltage and 
thus achieve high gain factors. 

Gain 

For the APD gain measurements, we induce signals by shining light from a pulsed LED onto the 
diode. In the electronics setup used for this measurement the preamplifier signals are then further 
amplified and shaped by a CAEN Mod. N968 spectroscopy amplifier. The optimum shaping time 
was determined to be 2 /xs. The amplified signals are finally recorded using an ORTEC 926-M32- 
USB multichannel analyzer. 

To determine the relative APD gain at a certain bias voltage, we take the ratio of the signal ampli- 
tude at this voltage to the signal amplitude at 10 V bias, where it can safely be assumed that no 
avalanche multiplication takes place. As, at low voltages, there will also be recombination effects, 
we can not determine absolute gains with this method. For the latter, one needs to know at precisely 
which voltage the effects of recombination and the onset of amplification of the APD cancel each 
other. This point will be subject of further investigations. 

If, at higher gains, the signal amplitude starts to exceed the dynamic range of the ADC, the ampli- 
tude of the pulse driving the LED is lowered. The ratio between LED pulse positions in the spectra 
at two different amplitudes but equal bias voltage is used as correction factor in the calculation of 
the gain. Fig. § shows the results of the gain measurement for two different S0223 type APDs, 
with the low noise setup and cryogenic cooling to about -176°C. Relative gains of M > 2 • 10"^ were 
observed. 

APD operation bias 

The bias voltage used to operate the APDs in the following measurements was determined by the 
following considerations: 

• The operation bias should not be chosen too close to breakdown since the breakthrough 
voltage depends on the APD temperature and small temperature drifts should not be able to 
shift the operation bias beyond this voltage. 
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• On the other hand the operation bias should be close to the breakthrough voltage in order to 
be able to use high gain values for the single-photon measurements. 

We found that a bias voltage of 1480 V is a reasonable compromise between these two conflicting 
requirements, with a distance of about 10 V to the breakthrough voltage at -176°C but still a very 
high relative gain of M ^ 2.2 ■ 10^. During the measurements presented in the following this choice 
has allowed for stable operation of the setup for several weeks. 

The value of the breakdown voltage varies between different APDs of the same type by some 10 V. 
At room temperature values between 1840 V and 1870 V are stated in the datasheet of the procured 
APDs. The breakdown voltages decreases with temperature by about 1.4 V/°C. 

4. Single-photon calibration and counting 
Single-photon light source 

To determine the photo detection efficiency of the APDs, a single -photon light source has been 
realized using a red LED (628 nm) that is operated by applying short (40 ns) pulses with amplitudes 
between 840 mV and 950 mV (see table 0). The number of photons emitted by the LED into the 
solid angle covered by the APD is Poissonian distributed. The possibility of two photons emitted 

Table 3: Settings of the function generator to generate LED pulses that result in mainly single- 
photon events incident on the APD. 



Single-Photon pulse settings 




rise time (ns) 


5 


fall time (ns) 


5 


width (ns) 


40 


frequency (kHz) 


100 


amplitude (mV) 


840 - 950 
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simultaneously into this solid angle becomes negligible for a suitable choice of the expectation 
value IJ. of the Poissonian distribution: 

P^{n) = ^e-^. (4.1) 

E.g. for /I = 0.1 the possibility that no photon is emitted into the detector's solid angle is P{0) = 
0.905. The possibiUty for one photon hitting the detector is f (1) = 0.090 and for two photons 
P{2) = 0.005. The count rate of the detector can be described by 

N = Np + D, (4.2) 

with 

Np = r-'£[en-Pn{n)], (4.3) 

where N is the total count rate, Np the count rate due to the light source, D the dark count rate and 
r the rate of LED pulses. e„ is the probability for n photons, simultaneously hitting the device, to 
be detected. To calculate e„ we have to consider how many photoelectrons are produced by the 
incident photons, and what the chances are for these photoelectrons to contribute to a measurable 
signal. The number of photoelectrons k produced by n incident photons follows a binomial dis- 
tribution f{k;n, QE) that depends on the quantum efficiency (QE) of the detector. If we label the 
efficiency for detection of a signal produced by k photoelectrons by e^ k we obtain for £„ 

en = f,£eyf{k;n,QE) (4.4) 

k=i 

The probability to actually detect a certain number of photoelectrons produced in the detector 
depends on the collection efficiency and the amplification of the device. To calibrate our single- 
photon source we use a channel photomultiplier (CPM) manufactured by PerkinElmer W^ . These 
devices have a collection efficiency larger than 95% and a high amplification of the order 1-10^ 
that makes them ideal for photon counting. In this case, we can take a shortcut in calculating 
e„ by assuming that each event, where at least one photoelectron is produced, is detected, i.e. 
ee^jt(CPM) K, 1. The probability that no photoelectron is produced from n photons is given by 

f{0;n,QE) = {l-QEY (4.5) 

Therefore, the probability that at least one photoelectron is produced and subsequently detected is 
in our case given by 

£„(CPM)wl-(l-(2£)" (4.6) 

and thus 

oo 

Np{CVM)^r-Y,[{\-{\-QEY)-P^{n)]. (4.7) 

Np{C?M) is therefore determined by the expectation value pL, the QE of the detector and the rate r 
of the pulse driving the light source. 

Using short (40 ns) pulses with 850 mV amplitude and a pulse rate of r = 100 kHz, we measure 
a signal rate of Np = 50. The active area (0 = 15 mm) of the CPM has, for this measurement, 
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been limited using an aperture of 2.2 mm, drilled into a black plastic cap which is plugged onto the 
CPM. The area of the opening is 5% smaller than the active area of 4 mm^ stated on the datasheet 
of the APD. Measurements of the sensitivity distribution of a larger APD manufactured by RMD 
showed, however, that the detection efficiency decreases close to the edges of the specified active 
area [1T3I1 . such that we do not expect a significant systematic error due to the small difference in 
the opening area. With a quantum efficiency of 3% of the CPM at 628 nm, this result corresponds 
to /i = 0.017, with P(0) = 0.983 and P(l) = 0.016. This means that every 63'rd pulse of the LED 
emitts a single -photon into the solid angle of the detector, while the probability of two or more 
photons to hit the detector is with P(2) = 1.37 • 10^"* negligible. 

An additional method to prove that our light source emits single-photons into the solid angle of 
our detector is to compare a long term amplitude spectrum taken without LED light to a spectrum 
with illumination. Without illumination, electron hole pairs are generated in the diode by thermal 
excitation of electrons into the conduction band. These thermally generated electrons cannot be 
distinguished from electron hole pairs generated via the photo-electric effect. A dark count spec- 
trum should, therefore, after a certain time have the same amplitude distribution as a spectrum of 
the single-photon source. This is demonstrated in Fig. [7|, left, that shows a comparision between a 
single-photon spectrum and a scaled version of the dark count distribution obtained in a 3 h mea- 
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Figure 7: Left: APD spectra taken with and without illumination by single-photons generated with 
the pulsed LED. The amplitude distribution of the scaled dark count spectrum matches the shape of 
the single-photon events. Right: amplitude spectrum at 1480 V bias with and without single-photon 
source together with the difference spectrum showing only photon events. 



surement. In Figure [7], right, the amplitude distribution of single -photon signals at 1480 V bias is 
extracted by subtracting a dark count spectrum taken with the same measurement lifetime. 

Single-photon detection efficiency at 628 nm 

Due to recombination not every primary electron hole pair will trigger a detector signal. The photo 
detection efficiency is therefore given by the ratio of the background corrected detector signal rate 
to the number of incident photons and is less than or at best equal to the QE (which is the ratio 
of generated electron hole pairs to the number of incident photons). In the following the photo 
detection efficiency of the APDs will be discussed. 

From the measurements with the channel photomultiplier, described above, we can extract the rate 
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of photons incident on our APD at different LED pulse amplitudes. To determine tiie APD count 
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Figure 8: Comparison of the obtained values vs. threshold for two different bias voltages: a) Dark 
count rate D , b) Signal rate Snet (background corrected) , c) Sj^^jD 



rates at a given signal amplitude, we discriminated the main amplifier signals using an ORTEC 
Mod. 550 single-channel analyzer. The output of the discriminator was connected to an ORTEC 
Mod. 416A gate generator, that was used to elongate the logic signals to avoid double counts from 
over/undershoots of the main amplifier signal. These signals were then counted by a SIS 3803 
scaler module. 

The count rates with and without LED light were taken for several discriminator threshold settings 
from 6 mV to 50 mV. When lowering the threshold, the background rate as well as the signal 
rate increases. In case the photon signal can be cleanly seperated from the background, the LED 
signal rate should remain constant when further decreasing the discriminator threshold and only 
the background rate should rise. In our case, where the signal peak is not clearly seperated from 
the background, the preferred discriminator threshold setting cannot be determined easily. Since 
we do not want to loose too many single-photon signals the threshold has to be set to a value where 
the LED signal rate is highest for a reasonable dark count rate. To choose the threshold settings 
one has to consider that in the end the aim is to optimize the measuring time per laser wavelength 
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at the SPECTRAP experiment. In order to distinguish a signal from the background with a certain 
significance no the number of detected photons Np • t must be at least 



Np-t = S-t-£ = n- V[)l, 



(4.8) 



where S is the rate of photons incident on the detector, t the measuring time, £ the detection effi- 
ciency of the detector and D the dark count rate. This leads to a measuring time t of at least 



(4.9) 



with Snet = S e. The measuring time is thus proportional to the ratio of the dark count rate and the 
background corrected signal rate S„et squared. In other words, to minimize the measuring time we 
have to maximize: 

^ (4.10) 



D 



Figure § shows the dark count rate (upper left plot), the background corrected single-photon rate 
(upper right) and %i for the investigated RMD S0223 APD operated at 1475 V and 1480 V, re- 
spectively. To achieve the maximum photo detection efficiency the detector should therefore be 
operated at the minimum threshold of 6 mV, where the dark count rate is still at an acceptable value 
of K, 230 s^^ To minimize the measurement time required for signal detection at the SPECTRAP 
setup we should on the other hand use a threshold of 12 mV with these APDs and under the de- 
scribed operating conditions. 

For each threshold value the photo detection efficiency of the APD can be calculated by dividing 
the incident photon rate measured with the reference CPM by the background and deadtime cor- 
rected signal rate of the APD. The results obtained from these measurements are shown in Fig. ^ 
for threshold values of 6 mV and 12 mV and different LED pulse amplitudes ranging from 840 mV 
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Figure 9: The CPM count rates for different LED pulse amplitudes are shown in red. With a CPM 
QE of (3 ±0.3)% the number of incident photons is represented by the green band. Comparing 
the blue and purple datapoints representing the APD count rates at 6 mV and 12 mV discriminator 
threshold, respectively, with the incident band, the APD has an average photo detection efficiency 
of (67 lb 7)% in the case of 6 mV threshold and (41 ±4)% in the case of 12 mV threshold. 



to 950 mV. The diamond shaped markers represent the measured count rates of the CPM. Assum- 
ing the mentioned QE of (3.0 it 0.3)% for the CPM, the photon rate incident onto the active area 
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of the APD has been determined and is shown as the green band. 

Comparing the count rates of the APD at these two thresholds (6 mV: blue circles, 12 mV: pur- 
ple triangles) with the incident photon rates, a value of the photo detection efficiency can be ex- 
tracted for each LED amplitude. The average of these values gives a photo detection efficiency of 
(67 ±7)% for 6 mV threshold which fits well with the QE of 68% at 628 nm interpolated from 
the datasheet of the S0223 APDs O - At 12 mV threshold the photo detection efficiency drops to 
(41 ±4)%. 

Single photon detection efficiency at 1020 nm 

For near infrared (NIR) wavelengths, a combination of a light bulb and a grating spectrograph is 
used as the light source. The characteristics of the grating spectrograph have been measured using 
a calibrated Thorlabs FDS 100-CAL photodiode flHU . The light from the spectrograph was subse- 
quently attenuated by optical slits in the setup. Knowing the relative light intensities at different 
wavelengths one can calibrate the light source for single-photon emission in the NIR by determin- 
ing the corresponding settings in the optical regime. The settings in the optical regime can again 

Table 4: Results of the photo detection efficiency (PDE) determination for different wavelength 
with the grating spectrograph. The corresponding dark count rates are also shown. 





6 mV threshold 


12 mV threshold 


Wavelength 


APD PDE 


Average APD dark 


APD PDE 


Average APD dark 


(nm) 


(%) 


rate (1/s) 


(%) 


rate (1/s) 


560 


61 ±12 




37±7 




628 


74 ±15 


«230 


45±9 


«0.7 


1020 


13±3 




8±2 





be checked with the CPM 1993 P channel photomultiplier. The additional uncertainty in the in- 
cident photon rates calculated at different wavelengths with this procedure is estimated to be on 
the 10% level. APD count rates with and without light bulb were then taken at 560 nm, 628 nm 
and 1020 nm. The photo detection efficiency at 628 nm can be determined directly by using the 
previously calculated photon rate incident on the CPM. The incident photon rates at 560 nm and 
1020 nm ai^e calculated using the intensity ratios known from the above mentioned measurement 
with the calibrated photodiode. 

The results regarding the photo detection efficiency and the dark count rate of the S0223 APD at 
560 nm, 628 nm and 1020 nm are shown in table ^ for the two threshold settings also used in 
the previous section. The values of the photo detection efficiency at 628 nm agree well with the 
values obtained in the measurements with the LED as single-photon source. The photo detection 
efficiency of (13±3)% measured for 1020 nm is lower than the QE of 20% stated in the APD 
datasheet. 

Especially when operating at low thresholds, we observe drifts in the dark count rates that are 
caused by fluctuations of the experimental parameters. These drifts have to be controlled by re- 
peatedly measuring the dark count rates in between normal operation. Average values of the dark 
count rate at 6 mV and 12 mV threshold are given in table ^. 
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To estimate the measuring time per laser wavelength needed to detect a signal of the transition in 
hydrogen-like lead at the SPECTRAP experiment, one has to consider, that at the optimal thresh- 
old setting of 12 mV, as shown in figure |8|(c), the dark count rate is negligible compared to the 
dominating background from laser stray light in the SPECTRAP setup. Therefore 

D^De-^, (4.11) 

where ^ is the fraction of the light yield at the optical exits of the SPECTRAP setup that can be 
focused on a detector of a certain diameter. Equation can then be rewritten to 



In this case, with a 2 x 2 mm^ size APD, ^ 

from a test measurement with Mg ions to be of the order D = 1.3 • 10^ s^'. Taking into account 
the expected fluorescence photon rate S = 6500 s^^ for the 207pjj8i+ hypej-flne transition as listed 
in table [I], a photodetection efficiency £ = 8% (see table ^ and a desired significance of n = 3, 
equation [4. 12| gives a measuring time ? > 36 ms per laser wavelength. 

5. Conclusion 

We have shown that RMD S0223 APDs can be used as single-photon detectors at visible and 
near infrared wavelengths. At cryogenic temperatures below -160°C relative gains of M > 2 • 10^ 
have been achieved at a bias close to the breakdown voltage. The photondetection efficiency of 
the studied APDs at 628 nm wavelength is (67 ±7)% and a dark count rate of about 230 s^^ is 
observed. For near-infrared wavelengths around 1020 nm the detection efficiency is still about 
(13±3)%. 
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